Integrated Optical Coherence Tomography and Microscopy for Ex Vivo Multiscale Evaluation of Human Breast Tissues

Chao Zhou1, David W. Cohen2, Yihong Wang2,3, Hsiang-Chieh Lee1, Amy E. Mondelblatt2, Tsung-Han Tsai1, Aaron D. Aguirre1,4, James G. Fujimoto1, and James L. Connolly2

Introduction

Excluding skin cancers, breast cancer has the highest incidence in women, with an estimated 207,090 new cases of invasive breast carcinoma and 54,010 new cases of in situ carcinoma expected to occur in the United States in 2010 (1). Even though breast cancer is the second leading cause of cancer death in women, with an estimated 39,840 occurring in 2010, breast cancer mortality has declined in the last decade. This decrease in mortality is largely attributed to the increased use of screening mammography and the improved effectiveness of treatments (1). Image-guided core biopsy and surgical excisional biopsy are most often used in the diagnostic workup of breast lesions. Compared with open surgical biopsy, core biopsy is less invasive and is therefore considered a gold standard for the diagnosis of breast cancer (2). However, core biopsy has the disadvantage of false-negative rates that result from limitations in tissue sampling (3–6). The false-negative rate for palpation-guided and stereotactic guided core biopsy ranges from 0%–13% (5, 7) to 0.2%–8.9% (5, 8), respectively. Ultrasound-guided core biopsy has been shown to reduce the false-negative rate to 0%–3.6% (5, 6, 9, 10). Imaging techniques providing more accurate sampling capabilities in real-time are desirable for improving the diagnostic performance of core biopsies. The emergence of breast-conserving surgical procedures, such as partial mastectomy, allows preservation of the breast without compromising survival. The surgical margin status is considered a strong predictor for local recurrence following partial mastectomy (11–13). In clinical practice, the combination of intraoperative gross examination and postoperative histologic examination is employed to evaluate the surgical margins. However, approximately 40% of patients require a second surgical procedure due to positive or close margins (14, 15). In addition, evaluation of sentinel and axillary nodal involvement is critical for staging breast cancers (16, 17). Postoperative histologic examination remains the gold standard in assessing the status of lymph nodes. However, sentinel and axillary lymph node resections may lead to potential complications such as lymphedema (18). Frozen section analysis has been used to evaluate the status of...
surgical margins and nodes intraoperatively (19, 20). However, the analysis is time-consuming and the sampling area is limited. Therefore, a real-time, nondestructive imaging method that has a large sampling field, micron-scale resolution, and depth-resolved imaging capability is desirable for the intraoperative evaluation of breast cancer.

Optical coherence tomography (OCT) is a promising technique for real-time, high-resolution imaging of tissue morphology (21) and has the potential to be used for these important clinical applications. OCT images are formed by detecting back-reflected light, instead of sound, from tissues and therefore enable an order of magnitude in improved imaging resolution compared with ultrasound. Recently, OCT has been used to evaluate breast lesions in animal models (22) and in humans (23). Pilot studies have also used OCT for evaluating lymph nodes (24) and intraoperative surgical margin status (25) in breast cancer. To maintain a large imaging depth in OCT, the transverse resolution is usually limited to 10–20 μm, which is not sufficient to image cellular features. Optical coherence microscopy (OCM) is a combination of OCT and confocal microscopy that achieves cellular imaging resolution in both the transverse and axial planes (26–28). By enhancing the filtration of multiply scattered light, better image contrast and greater imaging depth are achieved with OCM (29) with lower numerical aperture compared with confocal microscopy.

In this study, we employ an integrated OCT and OCM system developed in our laboratory to study freshly excised human breast tissue with various pathologic diagnoses ex vivo, based on intrinsic optical contrast. Integrated OCT and OCM has the additional advantage of enabling investigation of tissue structure at the architectural and cellular scales, in a way similar to traditional light microscopy. Few studies using integrated OCT and OCM imaging have been conducted to date (30, 31), largely due to the lack of advanced OCM instrumentation. The objective of our study is to establish certain imaging features observed in OCT and OCM and compare them with histology to identify characteristic features of breast lesions that can be visualized with OCT and OCM. The results provide a basis to interpret future OCT and OCM breast tissue images and lay the foundation for future in vivo optical evaluation of breast lesions.

Materials and Methods

Instrumentation

A portable, integrated time-domain 3D-OCT and 3D-OCM system was employed for this study. A detailed description of the system can be found in Aguirre (32). Briefly, a compact, spectrally broadened, femtosecond Nd:Glass laser was used as the light source to provide >200-nm bandwidth centered at 1,060 nm. This enables a <4-μm axial resolution for the OCT and OCM subsystems, providing optical image slices thinner than traditional histologic sections. The transverse resolution was ~14 and 2 μm for the OCT and OCM subsystems, respectively. Objectives for OCT and OCM were turret mounted on the sample arm to allow seamless switching between high (OCM) and low (OCT) magnifications. The ability to visualize tissue morphology at multiple scales is important for pathologists to differentiate clinically relevant features. Cross-sectional OCT images with 1,344 × 1,000 (X × Z) pixels were acquired at 1 frame/s. A 3D-OCT data set was constructed with 640 cross-sectional scans covering a volume of 1.5 × 3 × 1.3 mm³ (Y × X × Z). OCM images were obtained with rapid en face raster scanning over a 400 × 400-μm² field (500 × 750 pixels) at 2 frames/s. 3D-OCM data sets were obtained on selected samples by translating the sample stage in the axial direction at 5 μm/s. A detection sensitivity of ~98 dB was achieved with ~10 mW of incident power on the samples.

Study protocol and imaging procedures

The study protocol was approved by the institutional review boards at Beth Israel Deaconess Medical Center (BIDMC) and Massachusetts Institute of Technology (MIT). The protocol was given exempted status because discarded human tissue was collected without interfering with routine pathologic examination. Freshly excised breast specimens were selected based on the presence of pathologic findings from gross examination. Fresh tissue (typically measuring 1 × 1 × 0.5 cm³) from surgical specimens was collected for imaging and placed in RPMI medium 1640 (Invitrogen) within 1 hour following surgical excision. Imaging was performed within approximately 2–6 hours of tissue procurement. In total, 44 breast specimens were imaged from 22 patients (median age, 51 years; range, 20–90). Thirty-four benign breast specimens were imaged. The specimens with benign diagnosis include fibroadenoma (n = 4), benign fibrocystic disease (n = 13), fat necrosis (n = 3), usual ductal hyperplasia (UDH; n = 4), and normal breast parenchyma (n = 14). Ten specimens, including invasive ductal carcinoma (n = 5), invasive lobular carcinoma (n = 4), mucinous (colloid) carcinoma (n = 1), ductal carcinoma in situ (DCIS; n = 5), and lobular carcinoma in situ (LCIS; n = 2), were diagnosed as breast carcinoma. On average, 1.4 3D-OCT data sets (range, 1–5) and 1,011 en face OCM images (range, 449–2,566) were obtained from each specimen. Specimens were classified on the basis of histologic diagnosis by experienced pathologists.

Before imaging, a cover slip was gently placed on the specimen to create a flat surface and reduce optical aberration. The light pressure applied to the specimen is presumed not to influence tissue morphology and histologic comparison with OCT/OCM imaging. 3D-OCT and en face OCM images were acquired within the same sample area to ensure good coregistration. After imaging, a gross photograph was taken before the specimen was marked with black and red ink on the imaging surface to indicate specimen orientation. The specimen was then submitted in formalin for standard histologic processing. Five-micron sections were cut from formalin-fixed, paraffin-embedded tissue. Slides were stained with hematoxylin and eosin (H&E).

Image analysis

En face slices of OCT images (3 × 1.5 mm²) were reconstructed from the 3D data sets by averaging over 10-μm intervals in the axial direction to reduce speckle noise (31). En face visualization of OCT data has the advantage that the
entire image plane is within constant focus and has similar intensity levels. The en face OCT and OCM images were contrast adjusted and displayed with an inverse grayscale colormap, in which black represents increased reflectivity. In this retrospective study, the entire en face OCT and OCM database and corresponding histology slides were reviewed to identify matching features that were seen in both OCT/OCM and histologic sections. The generation of volumetric OCT and OCM data provides more comprehensive image information than individual 2D images alone and facilitates the interpretation of OCT and OCM imaging features. Representative benign and malignant specimens were selected for presentation. Photomicrographs of matching histologic sections were taken to provide further comparison with the en face OCT and OCM images. Photomicrographs were digitally acquired using a standard microscope (Olympus BX40).

Results

Figures 1 and 2 show characteristic features observed in normal breast tissue. Adipose tissue is apparent on OCT and OCM images and is visible as round hyposcattering monomorphous circular structures. Large blood vessels and/or interlobular ducts can also be easily identified as long hyposcattering tubes with hyperscattering walls. Most normal breast tissue consists of fibrous stroma, which has high collagen content and is birefringent. Therefore, loose fibrous stroma appears in the OCT/OCM images as angulated black-and-white short linear reticulation with high contrast. Compared with fibrous stroma, epithelial cell nuclei have lower backscattering. As a result, normal breast terminal duct lobular units (TDLU) appear as pale areas that are relatively homogeneous in the OCT images. Under high magnification OCM images and is visible as round hyposcattering monomorphous circular structures. Large blood vessels and/or interlobular ducts can also be easily identified as long hyposcattering tubes with hyperscattering walls. Most normal breast tissue consists of fibrous stroma, which has high collagen content and is birefringent. Therefore, loose fibrous stroma appears in the OCT/OCM images as angulated black-and-white short linear reticulation with high contrast. Compared with fibrous stroma, epithelial cell nuclei have lower backscattering. As a result, normal breast terminal duct lobular units (TDLU) appear as pale areas that are relatively homogeneous in the OCT images. Under high magnification

Figure 1. Normal breast tissues. A, en face OCT image (~90 μm beneath the tissue surface) and corresponding H&E histologic section show features such as breast TDLUs, fibrous stroma (FS), adipose tissue (A), and blood vessels (V) in normal breast tissue. Scale bars, 500 μm. B, OCM (~30 μm beneath the tissue surface) and corresponding histologic section demonstrate TDLUs at a higher magnification. Glandular lumina can be clearly seen as hyposcattering circles (arrow). Scale bars, 100 μm.

Figure 2. OCM images (~50 μm beneath the tissue surface) and corresponding H&E histologic section of normal breast tissue. Fibrous stroma (A and B); TDLUs (C); and a single interlobular duct (D). Scale bars, 100 μm. A 3D-OCM reconstruction of normal breast lobules can be found in the supplementary materials (Video S1).
with OCM, individual TDLU can be clearly identified with hyposcattering lumina.

Figure 3 shows several representative features observed in benign breast lesions. Figure 3A is an example of a fibroadenoma in which breast ducts are compressed by surrounding stroma. The OCT image shows the well-circumscribed nodule on low magnification; the interface consists of a smooth border separating hyperscattering dense fibrous tissue. Figure 3B shows characteristic features of fat necrosis, in which necrotic (hyposcattering) adipocytes of different sizes can be clearly identified in the OCT image. Furthermore, OCT and OCM images can also identify cysts and microcysts. Figure 3C shows an example of cysts with apocrine metaplasia in which cysts (~400 μm in diameter) with a prominent epithelial lining are clearly seen. Figure 3D is another example in which a dilated gland with secretions (arrow) can be clearly identified.

Figures 4–6 show OCT and OCM images with features observed in malignant breast lesions. Figure 4A shows an example of classic mucinous carcinoma, which is an uncommon type of invasive carcinoma that accounts for approximately 2% to 3% of all cases. The characteristic dissecting mucin with "floating" tumor cells is clearly reflected in the OCT image. Figure 4B is a case of invasive ductal carcinoma in which (pale) tumor cells infiltrating the surrounding adipose tissue are seen. Figure 4C shows a high-grade invasive ductal carcinoma. In this case, sheets of (pale) invading cells with irregular borders infiltrate the surrounding hyperscattering (dark) fibrous stroma are clearly visible. In another case of high-grade invasive ductal carcinoma (Fig. 4D), the infiltrating tumor is completely solid with a pushing border that is clearly seen with OCT imaging.

Figure 5A shows an invasive ductal carcinoma with coexisting DCIS (arrows) observed in the OCT image. The area of DCIS is clearly delineated by a basement membrane within a background of hyperscattering stromal tissue. In addition, the OCM image in Figure 5B also shows small clusters of
infiltrating carcinoma. In Figure 5C and D, a linear infiltration pattern characteristic of invasive lobular carcinoma can be observed with OCT and OCM imaging. Although individual invasive carcinoma cells are not directly seen in the OCT and OCM images, the stromal changes that surround the characteristic cellular infiltration show up prominently in OCT and OCM images as individual straight hyperscattering lines (arrows), mirroring the histologic features of invasive lobular carcinoma. A microvessel (V) is also observed from the OCM image as a double line (Figure 5D) and it correlates with the vessel seen from the histologic section.

OCM images shown in Figure 6 compare features observed in \textit{in situ} and invasive breast carcinoma. Figure 6A and B show two examples of LCIS, and Figure 6C shows an example of DCIS. As observed in the OCM images and corresponding videos provided in the supplementary materials (Videos S3 and S4), \textit{in situ} carcinoma appears well circumscribed with a regular contour and is clearly confined within the stroma.

![Figure 4. OCT images and corresponding H&E histologic sections of invasive carcinoma. A, mucinous (colloid) carcinoma (~100 μm beneath the tissue surface). B–D, invasive ductal carcinoma (~50, ~80, and ~150 μm beneath the tissue surface, respectively). T, tumor; scale bars, 500 μm.](Image)
In situ carcinoma can have a similar OCT/OCM appearance as benign breast lobules (as seen in Figs. 1 and 2); however, proliferating tumor cells in general may occlude the lumina of TDLUs and result in tightly packed cell clusters with no fine substructure observed with OCT or OCM. In the high-grade invasive ductal carcinoma case shown in Figure 6D, no normal tissue architecture is observed.

**Discussion**

The OCT and OCM technologies presented in this study may be a useful complementary tool for real-time evaluation of breast lesions. Resolutions of OCT and OCM are 10–100 times finer than the state-of-the-art ultrasound technology. In our study, OCT and OCM successfully visualized characteristic features found in benign and malignant lesions of the human breast at multiple resolution scales without using exogenous contrast agents or histologic processing. Distinctive OCT and OCM patterns were observed in adipose tissue, fibrous stroma, benign lobules and ducts, cysts, and in situ and invasive carcinoma. OCT and OCM provide complementary information about tissue microstructure. For example, architectural features associated with fibroadenoma, fat necrosis, and invasive carcinoma can be identified on low-magnification OCT images, whereas fine structures such as lumina within normal terminal ducts and lobules, microcysts, and clusters of tumor cells can be clearly observed on high-magnification OCM images. The images shown in the fat necrosis example (Fig. 3B) may not be easily differentiated from invasive carcinoma in the fat, such as the case in Figure 4B. However, calcification usually accompanies fat necrosis and is readily seen, which may be used as an imaging indicator to distinguish fat necrosis from invasive carcinoma in conjunction with other clinical information to assist differential diagnosis.
The capability of 3D imaging in OCT and OCM enables volumetric rendering of the tissue, which can be important for identifying characteristic features in various breast pathologies. 3D imaging provides complementary information to individual 2D OCT or OCM images and allows tracking features from different levels to identify 3D architecture and low-contrast structures that are difficult to appreciate from single images.

Consistent with previous findings (23), we have observed reduced scattering in cell-rich regions, such as normal lobules or tumors, compared with collagen-rich fibrous stroma. A previous study has suggested that occlusion of the lumina together with the distortion of surrounding architecture could potentially be used to characterize ductal hyperplasia or carcinoma in situ (23). This is consistent with our current observations. We encountered cases in which distinguishing carcinoma in situ from normal breast lobules (Supplementary Fig. S1), which also have a high cellular density, was quite challenging. This is partly attributed to the limited optical contrast (tissue back-scattering contrast) available in standard OCT and OCM technologies. The development of polarization-sensitive OCT (PS-OCT; refs. 33–36) provides contrast based on tissue birefringence properties and can be a useful addition to OCT structural imaging. Moreover, novel OCT methods have been developed to utilize contrast agents, such as gold nanoparticles (37–40), which enable molecular-targeted imaging for early cancer detection.

Each year, about 1 million core biopsies are conducted for the diagnosis of breast cancer in the United States (10). During each core biopsy procedure, from 6 to 24 individual tissue cores are sampled from suspicious sites. There have been several efforts in developing miniature needle probes for OCT (41–43), which can potentially be integrated with a biopsy needle to guide tissue sampling. A preliminary assessment at the needle tip can therefore be made on the basis of imaging findings. A positive optical reading would indicate sampling from the lesion site. A negative reading would guide repositioning of the needle in order to minimize sampling from adjacent benign tissue. This approach would have the potential to improve the diagnostic accuracy of the procedure.

In breast tissue, en face OCT and OCM images with good contrast and resolution can be obtained from depths up to 300–400 µm and 100–200 µm beneath the tissue surface, respectively. This limitation is mainly due to multiple scattering in the tissues and optical aberrations as the imaging depth increases. Optical aberrations can be partially corrected by adaptive optics techniques, which may improve imaging depths (44, 45). In addition, imaging at a longer wavelength where the tissue scattering is reduced (e.g., 1,300 nm) would help to improve the imaging depth. However, for in vivo evaluation of microstructures several millimeters to centimeters deep inside the tissue, OCT and OCM technologies must be combined with needle-based imaging probes.

One limitation in the current imaging system is the slow imaging speed, which is not sufficient for in vivo applications. Advances in the development of Fourier-domain OCT techniques significantly improve (50–100×) the imaging speed and sensitivity (46–49). Recent results show that swept-source OCT can achieve 20M axial scans per second (50), enabling an entire 3D-OCT data set presented in this study to be obtained in a fraction of a second. These technological advances enable imaging speeds sufficient for future in vivo clinical applications.

This study is a preliminary investigation and the limited specimen number prevents us from carrying out an accurate statistical analysis of sensitivity and specificity for diagnosing breast cancers using OCT and/or OCM. Prospective studies with a larger sample cohort and blinded evaluation are...
necessary to evaluate the detection accuracy associated with these new imaging technologies.

In summary, we show that OCT and OCM are capable of identifying characteristic imaging features in benign and malignant breast lesions, based on intrinsic optical contrast. OCT and OCM provide complementary information about tissue microstructure at multiple resolution scales, showing distinctive patterns for adipose tissue, fibrous stroma, normal breast lobules and ducts, and in situ and invasive carcinomas. The 3D imaging capability allows tracking features from different levels to identify 3D architecture and low-contrast structures that are difficult to appreciate from single images. These results lay the foundation for future in vivo optical evaluations of breast lesions, based on OCT and OCM technologies.

References


Disclosure of Potential Conflicts of Interest

J.G.F. receives royalties from intellectual property owned by MIT and licensed to Lightlab Imaging, Inc. and Carl Zeiss Meditec.

Grant Support

This work was supported by the NIH grants R01-CA75289-13 (J.G.F. and J.L.C.), Air Force Office of Scientific Research contract FA8650-07-1-0014 (J.G.F.), Medical Free Electron Laser Program contract FA9550-07-1-0011 (J.G.F.), and the MIT/CIMIT Medical Engineering Fellowship and Taiwan Merit Scholarship from the National Science Council of Taiwan (T.I.T.).

The costs of publication of this article were defrayed in part by the payment of page charges. This article must therefore be hereby marked advertisement in accordance with 18 U.S.C. Section 1734 solely to indicate this fact.

Received 08/04/2010; revised 10/12/2010; accepted 10/26/2010. Published OnlineFirst 11/05/2010.


Integrated Optical Coherence Tomography and Microscopy for *Ex Vivo* Multiscale Evaluation of Human Breast Tissues

Chao Zhou, David W. Cohen, Yihong Wang, et al.

*Cancer Res* 2010;70:10071-10079. Published OnlineFirst November 5, 2010.

**Updated version**
Access the most recent version of this article at:
doi:10.1158/0008-5472.CAN-10-2968

**Supplementary Material**
Access the most recent supplemental material at:
http://cancerres.aacrjournals.org/content/suppl/2010/11/05/0008-5472.CAN-10-2968.DC1

**Cited articles**
This article cites 48 articles, 6 of which you can access for free at:
http://cancerres.aacrjournals.org/content/70/24/10071.full#ref-list-1

**Citing articles**
This article has been cited by 3 HighWire-hosted articles. Access the articles at:
http://cancerres.aacrjournals.org/content/70/24/10071.full#related-urls

**E-mail alerts**
Sign up to receive free email-alerts related to this article or journal.

**Reprints and Subscriptions**
To order reprints of this article or to subscribe to the journal, contact the AACR Publications Department at pubs@aacr.org.

**Permissions**
To request permission to re-use all or part of this article, contact the AACR Publications Department at permissions@aacr.org.